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PSETACE 

This manual has been prepared for Civil Engineering students 
who take the course in cement testing at the University of Cali- 
fornia. Its purpose is to relieve the instructor from the detailed 
direction of students and so afford more time for emphasizing the 
theory and principles involved. 

The chief objects of the course are to acquaint the student 
with the methods of testing cement and cement products, and to 
cultivate habits of aecurate ohservalion and clear description of 
phenomena. It must be remembered, however, that skill for the 
production of uniformly satisfactory results in testing can be 
acquired only after considerable practice. 
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QENEBAL RULES TOR LABORATOBY WORK 

Prompt and re^lar attendance is required of every student. 

The asaignment to tests is posted on the bulletin board. 

Before comii^ to the laboratory read the directions for the 
assi^ed test carefully; be prepared to perform the operations 
promptly. Follow the directions closely. 

"When the required specimens or teste have been made, 
thoroughly clean, washing if necessary, all apparatus used. 
Remove all waste from the tables, floor or testing machines. 
Dry and oil all polished surfaces of metal to prevent rust. 

Should any apparatus be broken, it should be reported 
immediately. Breakages due to carelessness will be charged to 
the student responsible for the damage. 

In performing tests, studente working together should share 
alike; but reports are to be written independently. 

Keep, for your own reference, all original data of tests in 
neat tabular form in a special laboratory log book. This book 
will be inspected from time to time and called for at the end of 
the term. 
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OKRATIOH or TESTIHa MACHINES 

Study the operation of the testing machines at every oppor- 
tunity until you are thoroughly familiar with their principle 
and mechanism. The machines in the laboratory are in opera- 
tion daily and students are welcome to witness the tests at any 
time. 

Do not operate a machine for the first time without the 
aBsistance of the instructor. 

Do not start a machine without determinii^ the direction 
and speed with which it will move. 

Bo not start a machine too suddenly as there is danger of 
stripping a gear or throwing a belt. 

Do not change the direction or speed of motion without first 
stopping the machine. 

Always accurately center a specimen in a testing machine 
as the weighing apparatus recorda correctly for this poeititm 
only. 

Always use a spherical seated base-plate for compression 
te8l,s so that the bearing surface of the specimen may be made 
parallel to the upper compression plate of the machine. 

Before applying the load in any t«st, balance the weighing 
apparatus with the poise at zero and the test piece in the 
machine. Adjust the recoil nuts to be just loose. 

The speed of applying the load should be such that the poise 
arm may be kept balanced. Keadings upon a test piece for a 
certain load should be taken only when the poise arm is bal- 
anced at that load. 

Before leaving a machine or when a test is finished be sore 
that the clatches are properly thrown out and that the machine 
has stopped running. 

Caution. — At times machines have been left running by 
operators with the result that usually some part of the machine 
was broken. You will be charged for repairs necessitated by 
careless handling of machines. 
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WSITZNO OF REPORTS 

Follow strictly the "General Rules for Notes, Problems, 
Reports and Theses" adopted by the Department of Civil 
Engineering and printed in the standard manila folder. 

Clearness, order of presentation, legibility of writing and 
neatness will receive due consideration in grading the report. 
Lack of neatness is sufQcient cause for rejecting a report. 

Observe the following order in arranging the report : 

Title. This should indicate at a glance the scope of the test. 

Purpose. Give briefly the object and significance of the test. 

Material. Describe the materials tested. Give scale sketches 
or photographs of the specimens before and after failure. 

Apparattu. Name all apparatus. Describe all special appar- 
atus and testing machines used for the first time. Supplement 
descriptions with scale sketches. 

Method ol Test. Describe all operations which have any 
bearing on the performance or success of the test. 

Data. Submit a tabular transcript of the essential data from 
the laboratory log book. Describe the behavior of the material 
when tested; state observations of unusual phenomena. 

Computatioiis. Derive all formulas involved. Indicate the 
numerical work. Ordinarily the computations may be made 
with a slide rule. Give a tabular summary of the final results. 

Conclusioiis. State the conclusions to be drawn from the 
results. Compare the results with those in standard text-books 
and specifications; disenss the reasons for any discrepancies. 

Each report must be submitted in a standard manila folder 
within one week of date of performance of test. Reports re- 
turned for correction are due one week from date of return. 
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TEST No. 1 

FINSNESS OF POBTLAKD CEKENT 

Apparatus. Chemical balance, one set of weights, two sets 
of sieves — no. 30, no. 100 and no. 200 with pan and cover, trowel, 
spatula, two pans, brash for cleaning sieves, some steel shot to 
facilitate sieving, four small sheets of paper for weighing cement. 

Operations. Place about 200 grams of the cement sample 
assigned in a pan uid dry in the oven at 212° F. for at least 
thirty minutes. Break any caked Imnps with the trowel. Screen 
the dried sample through the no. 30 sieve - and discard any 
residue. "Weigh out carefully 50.00 grams of the screened 
sample ; place it with some shot on the no. 200 sieve with the pan 
attached. 

Cover the sieve and shake at a convenient rate according to 
the directions in paragraph 25, "Standard Methods of Testing 
Cement." If the cement clogs the meshes of the sieve it has not 
been sufficiently dried. The sieve must always be kept perfectly 
dry. 

The shot is separated from the residue by shaking on a no. 30 
sieve. 

Record the following weights: 1. Weight of cement passing 
no. 200 sieve. 2. Weight of residue rejected by no. 200 sieve. 
3. Weight of residue passing no. 100 sieve. 4. Weight of residue 
rejected by no. 100 sieve. Check the weights by 1 + 2 ^= 50 
grams and 1 + 3 + 4 ^ 50 grams. 

Bepeat the determination using 100.00 grams of cement. 
Each student will thus make two independent tests of the fine- 
ness of the sample assigned. 

Students are cautioned to handle the no. 100 and especially 
the no. 200 sieves with extreme care to prevent injury to the 
mesh. In making weight determinations brash both the sieve 
and the pan free of all cement dust. In cleaning, use only the 
small brush provided, and that very lightly. 
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Submit results in tabular form, giving the amounts of cement 
by weight and by percentage which pass and are rejected by the 
sieves. 

What is the significance of fineness of grinding of a cement T 
"What are the standard requirements concerning the fineness of 
Portland cement f 



1. Practical Cement Testing, by 
W. P. Taylor, pages 63-80. 2. Cements, Limes and Plasters, hj B. C. 
Eckel. 3. Portland Cement, by K, K. Meade, pages 361-298. 4. Con- 
crete — Plain and Reinforced, by Taylor and Tbompaon, pages 82-87, 
5. The Materials of Construction, by Johnson, pages 409-413. 6. Pro- 
ceedings of the American Society for Testing Materials. 
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SPECIFIC GRAVITY OF PORTI.AND OENXNT 

Apparatus. Chemical balance, one set of weights, two Le 
Chateliers specific gravity flasks, two battery jars, two small 
funnels, two glass tubes for pipettes, two short pieces of brass 
wire, two stands and clamps, two spatulae, one large funnel with 
filter paper, two small brushes, two pans, vessel for waste kerosene 
and cement, supply of kerosene. 

Operatioiui. Place about 200 grams of the cement sample 
assigned in a pan, breaking any caked lumps with a trowel, and 
dry in the oven at 212° F. for at least thirty minutes. Allow 
the dried sample to cool. 

Determine the specific gravity in both ways mentioned in 
paragraphs 8-16, ' ' Standard Methods of Testing Cement. ' ' Each 
student will make two independent determinations, thus obtain- 
ing four values for the specific gravity of the sample. 

To insure accurate results the following details should be 
observed : After kerosene has drained from the sides of the upper 
stem, adjust exact height at E by adding or drawing out the 
liquid with a pipette. "When this has been accomplished do not 
run any wire or glass tube into the liquid again, since doing so 
lowers its level. Use large funnel only for filling flask with 
kerosene. Facilitate the passage of the cement through the small 
funnel by warming it in the oven when drying the cement ; then 
polish its inside surfaces, especially the stem, with a piece of 
clean cotton waste. Avoid any tendency of the cement to 
accumulate at the lower portion of the bulb C by shaking the 
flask gently. 

Cautions. Handle the apparatus with great care. Do not 
allow any water to get Into the flask. To wash the cement out 
and clean the flask use kerosene only. Provide a 1-inch sand 
cushion in the bottom of the battery jar. Do not raise and drop 
the funnel against the top of the flask, but use a short wire when 
cement clogs in the funnel. 
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Beferances. Specific Oravlty of Onamxt. 1. Practieal Cement TeetiDg, 
by W, P. Tayloi, poges 43-63. 2. Portland Cement, by R. K. Ueade, 
pages 278-291. 3, Con arete— Plain and Beinforeed, by Taylor and 
Thompson, page 81. 4. A Treatise on Masonry Constmction, by Baker, 
pages 60-Sl. 5. Proceedings of the American Society for Testing Materials. 
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OETEKHINATION OF VOIDS IN CONCRETE 
AOOBEGATES 

Apparatus. One 1000 c.c. or 500 e.o. graduate, one balance 
with scoop and counterweight, one set of metric weights, one 
wooden measuring box, one water pail, one galvanized iron meas- 
aring cylinder with bottom inlet and tube, acale graduated to 
tenths of an inch, scales sensitive to one-quarter of an ounce, 

OperaticmB. The party will determine the voids in the sand, 
gravel and broken stone samples separately by each of the methods 
mentioned. Method 1 will give approximate results only where 
the particles are less than one-quarter inch in size, since all the air 
is not expelled by the entering water. It is, however, well adapted 
for rough determinations in the field, where special apparatus is 
not always at hand. 

In both method 1 and method 2, immerse any aggregate which 
is absorbent, for thirty minutes, then remove and allow the water 
to drain well from the surfaces before making the void determina- 
tion. 

Method 1. Determine the volume of the water pail by weigh- 
ing it first empty, then filled to the very rim with water, and 
dividing the difference in weight in pounds by 62.4, 

Fill the pail with material and after shaking to cause settle- 
ment, scrape the top off evenly with a straight edge. "Weigh the 
amount of water which can be added to exactly fill the pail and 
calculate its volume. 

The per cent of voids equals the ratio of the volume of water 
added to the volume of the pail, times 100. 

Method 2. Determine the volume of the cylinder by measur- 
ing its average diameter and height to the nearest tenth of an 
inch. 

Place the funnel attached to the rubber tube which leads to 
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the bottom of the measuring cylinder in the lower rack which is 
level with the bottom of the cylinder. Pill the tube and fiinnel 
with water to the bottom level of the cylinder. Pill the measuring 
cylinder with aggregate. Raise the funnel to the upper rack. 
Weigh the water which must be added: 1. to reach the top level 
of the aggregate if the material settles; 2. to fill the cylinder. 

Calculate the per cent of voids as in method 1. 

For any aggregate which settles, obtain also the ratio of the 
volume of water, added to reach the top level of the aggregate, 
to the actual volume of the settled aggregate. 

Method 2 is slightly more accurate than method 1, since less 
air is entrained when small particles make up the aggregate. The 
per cent of moisture greatly influences the per cent of voids in 
sands. For sand and in general, method 3 will give more reliable 
results. 

Method 3. Specific QraTity Method. Determine the specific 
gravity of each of the materials in the following manner : Weigh 
the glass graduate first empty, then half filled with water. Check 
the increase in weight with the volume. Weigh out about the 
same volume of dry aggregate, add and agitate if necessary to 
remove any air bubbles. Quickly note the exact rise of the water 
level before the material absorbs any appreciable amount of 
water. 

The specific gravity of the material equals the weight of 
aggregate added, divided by the weight of displaced water. 

Weigh the wooden measuring box. Pill even full with aggre- 
gate; shake to cause settlement and weigh again. Calculate the 
per cent of voids by using the specific gravity above obtained. 
If the material is not dry, its weight must be corrected for the 
per cent of moisture present. Determine the per cent of moisture 
by weighing out about 50 grams, then thoroughly drying in the 
oven and reweighing. 

Mix thoroughly an amount of dry sand and broken stone in 
the proportions 1 :2, by volume shaken, sufBcient to slightly 
more than fill the wooden measuring box. Fill the box even full 
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with this mixture, shake slightly to cause settlement, and obtain 
its net weight. Calculate the per cent of voids in the mixture. 
Tabulate the results of the several determinati(His. 

BeferencoB. Detentlnatlon of Voida. 1. Concrete — Plaia attd Re- 
inforced, bj TayloT Bud ThompsoD, pages 160-16S. 2. A Tre&tiae on 
Masonrj CouBtruetion, bj Baker, pages 143-146, 101-102, 91-94. 3. Bul- 
letin 23, TJuiTerBitj of Dlinois Engineering Experiment Station, by L O. 
Baker. 
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TEST No. 4 

TENSILE STRENGTH OF NEAT CEMENT AND 
STANDARD CEMENT MORTAB 

Apparatus. Balance with scoop and counterweight, one set 
of weights, Yicat needle apparatus, thirty standard briquette 
moulds, Jive six-mould gang clamps, six surface plates, one 100 cc. 
graduate, thennometer, two small trowels, two scraping knives, 
two pans, one water pitcher. 

Operations. Detenninatioii of Normal Oonsl8teii(7. Since 
the strength of neat cement and cement mortars at early periods 
varies greatly with the amount of water used in mixing, to ohtain 
comparable results for various cements, it is necessary to make 
the mixture of a standard consistency. The method for deter- 
mining this consistency is given in the "Standard Methods of 
Testing Cement," pages 13-15. 

Determine the normal consistency for the cement sample 
assigned, using 500 grams for each trial batch. Add the whole 
of the trial per cent of water at once ; use a new hatch of cement 
for each trial. "Penetration of the needle" is construed to 
mean its position of final rest after one or two minutes, there 
being no vibration of the apparatus. After the normal consist- 
ency for the cement paste is determined, the per cent of water 
for standard sand mortars is determined empirically from the 
table on page 15. 

Moulding of Briquettes. Following the directions on pages 
17-21, "Standard Methods for Testing Cement," each student 
will mould independently nine neat and six mortar briquettes. 
Por the neat briquettes mix two batches of 800 grams each ; for 
the mortar mix one batch of 300 grams of cement with 900 grams 
of standard sand. 

Each student should carefully put a small identifying mark 
near the end of each of his briquettes ; do not change nor injure 
the middle section of a briquette by the marking. Place the 
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finished briquettes in the moist closet, together with a card indi- 
cating the party nnmber. 

The temperature of the room should be as near 70° F. as pos- 
sible, since lower temperatures retard the setting of cement and 
hence decrease its strength at early periods. 

The laboratory data for each batch mixed should be presented 
in tabular form and contain the following items : Batch number, 
brand of cement, t«mperatares of room and water, weights and 
percentages of various ingredients, number of briquettes moulded, 
date made, identification marks. 

Testing of BriqnetteB. In order to fulfill the conditions of 
the standard methods of testing cement it will be necessary for 
students to come to the laboratory to make the first tensile test 
as nearly twenty-four hours after the moulding of the briquettes 
as possible. The testa at seven and twenty-eight days can be 
mEide at the regular laboratory periods in addition to the assign- 
ment for those days. Failure to test at the proper time will 
make it necessary to repeat the whole test. The report should 
be submitted after making the twenty-eight day test. 

Fairbank's automatic cement testing machine will be used. 

Before testing the briquettes, check the rate of application 
of the load as follows : Support the poise arm and allow the shot 
to run into the bucket for sixty seconds. Transfer the bucket 
with shot to the opposite end of the arm, put counterweight in 
its place and weigh out. If the machine does not record 600 lbs. 
adjust the valve regulating the flow of shot and repeat until the 
load is applied at the rate of 600 lbs. per minute. 

Briquettes should be tested as soon as they are removed from 
the water. Before testing, dry each briquette with a cloth and 
weigh, 

With the shot bucket empty and the poise set at zero bring 
the clips of the machine together with the fast motion and insert 
the briquette. See that the briquette is accurately centered and 
bears uniformly against the clips at the surfaces of contact. 
Tighten with the fast motion until the poise arm is balanced: 
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then transfer to the slow motion. Release the shot and keep the 
poise arm balanced b; turning the slow motion wheel until the 
briquette breaks. Note the time of shot flow. Weigh out as above. 

Each student will test three neat cement briquettes at ages of 
twenty-four hours, seven days and twenty-eight days, and three 
mortar briquettes at ages of seven days and twenty-eight days. 

Submit the test results in a tabular form including the 
following items : Number of briquette, batch nxunber, mixtare, 
weight, age, tensile strength, remark 

BeferancM. Tensila Strangth of Oenuat. 1. A Treatise on H&Bonry 
ConBtrnetion, by Baker, pages 71-84, 121-124, 2. The Elastieity and 
BeHiHtance of tbe Materiala of Engineering, bj Bnrr, pages 352-378. 
3. Practical Cement Testing, bj W. P. T&jlor, pages 101-156. 4. Portland 
Cement, bj Meade, pages 316-350. 5. Cements, Limes and Plasters, by 
Eckel. 6. Concrete — Plain and Beinforeed, bj Taylor and Thompson. 
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TEST No. 5 

HOULDINa CDBES FOR COBSPBESSION TESTS OF 
CEMENT MOBTA& 

Apparfttns. Balance with scoop and counterweight, one set 
of metric weights, sixteen two-inch cast iron cube moulds, two 
250 c.c. graduat«8, two mixing pans, two alate slabs, two trowels, 
two scraping knives, two small pans, one water pitcher, Vieat 
needle apparatus. 

Operatioiu. Determine as in test 4 the amount of water 
required for a cement paste of normal consistency. All mixtures 
are to be of normal consistency, which for mortars is obtained 
empirically from the following table : 

PEBCEKTAOES of WATEB POB STANDABD MlXTUBES 

Neat 1;1 1;2 1:3 1:4 1:5 1:6 

18 12.0 10.0 9.0 8.4 8.0 7.6 



If the sand is damp the per cent of moisture should be deter- 
mined as in test 3, so that proper allowance can be made for it. 

Using the sands and cement provided, each student will mix 
independently four batches of mortar. For each batch use 600 
grams of dry material. Mould two cubes from each batch and 
carefully weigh the mortar left over. Student 1 will make mix- 
tures: neat, 1:1, 1:2, 1:3, using ordinary sand; student 2 will 
make mixtures 1 :4, 1 :5, 1 :6, using ordinary sand, and 1 :3, using 
standard sand. All proportions are to be determined by weigh- 
ing. 

First thoroughly mix the sand and cement dry. With the 
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thumb or trowel, bat without ramming, carefully preas the 
mort&r into the eomers and completely fill the moulds. Smooth 
the top off evenly. Place an identifying mark on each cube and 
leave a card with the party number on each elate slab. 

Using the noecific gravity for cement and sand as determined 
in tests 2 and 3 calculate the density of the mortar of each batch. 

For each batch mixed tabulate the following data: Batch 
number, brand of cement, kind of sand, weights and proportions 
of various ingredients, density of mortar, size of cubes, number 
of cub^, marks on cubes, date made. 

References. Density of MortBT. 1. Coocrete — Plain and Reinforced, 
by Tajlor and ThompBon, pages 134-140. 2. A Treatise on Masonrj 
ConBtraction, bj Baker, p^eB 108-110. 
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MOULDING SPECIMENS FOR COBIPRESSION TEST OF 
CONCRETE 

Apparatns. Two 6-in. cylinder moulds 12 in. long with bot- 
tom plates, one 8-in. cylinder mould 16 in. long, one 6 x 6 x 6 in. 
cube mould, one set of measuring boxes of capacities % cu. ft., 
^ cu. ft., and ^ cu. ft., one mixing pan, two shovels, two trowels, 
two tamping rods, one water pail. Mote: — The sectional areas 
of the 6-in. and 8-in. cylinders are respectively 30 sq. in. and 
50 sq. in. 

Operations. Mix two batches of concrete of proportions 
1 :2 :4 by volume shaken. Use for each batch i^ cu. ft. of rock, 
^4 CU- ft. of sand and % cu. ft. of cement. See that the boxes 
are even full after shaking. Weigh each measure of materials 
used and calculate its average- weight per cubic foot. Allow for 
any moisture present. 

First spread the broken stone in an even layer in the mixing 
pan; place the sand next and the cement on top. Thoroughly 
mix the cement, sand and rock dry. Add water gradually and 
mix until the mass is uniformly incorporated and of a rather 
wet plastic consistency. Weigh the amount of water used for 
each batch. 

In filling the moulds put some of the richer portions of the 
mix at the bottom so as to form an even bearing surface. Add 
the concrete gradually and tamp continually to force out air 
bubbles and to obtain a uniformly dense specimen. Heap the 
material slightly on top and when the water has settled smooth 
the surface off evenly and level with the mould. 

Stamp the party number on each specimen. Weigh the con- 
crete left over. 

Calculate the average density of the concrete made. 

The data for each batch should contain the following items 
[19] 
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in tabular form: Batch number, kinds of material, weights of 
materials per cubic foot, amounts and proportionB of materials 
by volume and we^ht, number of specimens made, dimensions 
of specimens, date made. 

KeferanCM. Density of Ooncnte. 1. A Treatise on Masonrj' Construe- 
tioo, bj B&ker, pages 137-139. 2. The Laws of Proportioning Concrete: 
Transactions Ameriean Society of Civil Engineers, vol. 59, page 67. 
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TEST No. 7 

MOULDING SPECIMENS FOB TENSION TEST OF 
CONCRETE 

Apparatm. Tbree 6-iD. cylinder moulds 27 in. long with 
end plates and bolts, one set of measuring boxes of capacities 
y^ cu. ft., ^ cu. ft., and % cu ft., one mixing pan, two shovels, 
two trowels, two tamping rods, one water pail. 

OperatiODB. Mix two batches of concrete of rather wet con- 
sistency according to the directions of paragraphs 1 and 2 nnder 
Operations in test 6. 

Arrange the bolts in the lower plate so that their heads extend 
alternately about three inches and five inches into the mould. 
Clamp the shell squarely about the lower plate. Fill the mould 
to about one inch above the bolt heads with a 1 :1 mortar tem- 
pered to a soft plastic consistency. Tamp the mortar about the 
bolts, being careful not to disturb the position of the bottom 
plate. Add the concrete gradvially up to a point five inches 
below the top of the mould, tamping continually. Adjust the 
top plate squarely in place with the bolt heads extending into 
the mould. Through the opening in the top plate fill in 1 :1 
mortar of a semi-fluid consistency, so that it will completely fill 
the mould. After settlement of the material remove any excess 
above the lower surface of the top plate. Leave a card with the 
party number on each specimen. 

The ends are made of a richer mixture to make them stronger 
than the body of the specimen. 

The data for each batch should he tabulated and contain : 
Batch number, kinds of material, weights of materials per cubic 
foot, amounts and proportions of materials by volume and 
weight, number of specimens made, dimensions of specimens, 
date made. 



D,g,i,7?<iT,Goo(^le 



T,Google 



T,Goo(^le 



T,Google 



M0T7LDIN0 8PE0IMZNS FOB TEST OF BOND BETWEEN 
STEEL AND CONCRETE 

Appaxatiu. Six moulds 4x6x6 in., two threaded specimens 
each of plain round, twisted square and corrugated steel rein- 
forcement bars, one set of measuring boxes of capacities V^ eu. ft., 
y^ eu. ft., and i^ cu. ft., one mixing pan, two shovels, two trowels, 
two tamping rods, one water pail. 

Operations. Mix a batch of concrete of a rather wet con- 
sistency according to the directions of paragraphs 1 and 2 under 
Operations in test 6. 

Carefully adjust the steel rods in the moulds. Add the con- 
crete slowly and tamp continually, but be careful not to displace 
the rods, as their axes must be perpendicular to the front faces 
of the specimens. Fill the moulds completely. After the material 
has settled smooth the top off evenly and stamp the party number 
on each specimen. 

The data for each batch should be tabulated and contain: 
Batch number, kinds of materials, weights of materials per cubic 
foot, amounts and proportions of materials by volume and weight, 
number of specimens made, dimensions of specimens, sizes of 
rods, imbedded length of rods, areas of bond surface of rods, 
date made. 

Bef0TBnc«8. 
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TEST No. B 

HOTJLDINO KEIMFOROED CONCRETE BEAMS FOB 
FLEXUBE TEST OF OONCBETE 

Apparatus. Two beam moulds 4 x 6 x 72 in., two plain round 
reinforcement bars, two deformed reinforcement bars, cue set 
of measuring boxes of capacities ^ cu ft., ^ cu. ft., and % cu. ft., 
two mixing pans, two shovels, two trowels, two water pails, two 
tamping rods. 

Operations. Mix four batches of concrete of rather wet con- 
sistency according to the directions of paragraphs 1 and 2 under 
Operations in test 6. 

First tamp into the mould a layer of concrete one inch thiclc ; 
then insert the bars through the holes in the ends of the mould. 
See that the bars are straight when in position. Fill the mould 
gradually, tamping continually. After the concrete has settled, 
smooth the top off even with the mould. Stamp the party number 
at each end of the beam. 

Two beams will be moulded. Use the plain bars in one and 
the deformed bars in the other. 

The data for each batch should be tabulated and contain: 
Batch number, kinds of material, weights of materials per cubic 
foot, amounts and proportions of materials by volume and weight, 
number of specimens made, dimensions of specimens, sizes and 
sectional areas of rods, per cent of reinforcement, date made. 
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TEST No. 10 

COMPRESSION TEST OF OEHENT MOBTAB CUBES 

Apparatns. Testing machine equipped for compression, with 
spherical seated base-plate, one balance, one set of metric weights, 
pan for broken cubes. 

Materialii. Mortar cubes previously made by the party. 

Operatlcais. Dry each cube with a cloth and weigh jnst before 
testing. Apply the pressure on the moulded faces; if these are 
uneven bed them with blotting paper. 

Bead the directions for operation of testing machines on 
page 5. 

After accurately centering the specimen in the machine lower 
the movable head until it just clears the cube. Adjust base-plate 
80 that the bearing surface of the cube is parallel to the upper 
plate; this insures a uniform pressure over the entire cross- 
section when the load is applied. 

Use the slowest speed of the machine to apply the load. Keep 
the poise arm floating throughout the test. Record the maximum 
load. Note the character of the failures. 

Each student will test his own cubes independently, alternat- 
ing in the use of the machine with other students assigned to the 
same test. 

Report. Submit results in tabular form, giving the foUowii^ 
facts for each cube: Batch number, kinds and proportions of 
materials, age, dimensions, total weight, weight in pounds per 
cubic foot, density, total crushing load, crushing strength in 
pounds per square inch. 

Using the average results of both members of the party con- 
struct a diagram on coordinate paper using crushing strengths 
as ordinatea and percentages of cement by weight as abscissae. 

BafnenCM. 1. Principles of Beiuforced Concrete Conatnietiou, by 
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Tum«aiire and U&urer, pages 12-13. 2. Cooerete — Plain and Reinforced, 
by Taylor and Thompson, page 136. 3. Tests of Metals. 
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TEST No. 11 

COUPRESSIOH TEST OF CONCKETE 

ApparfttlU. Testing machine equipped for compression, with 
spherical seated base-plate, scales, plaster of Paris, water pitcher, 
trowel, mixing pan, circular cast iron capping plates. 

materials. Concrete compression specimens previously made 
by the party, except one small cylinder. 

Operations. Weigh each specimen. Bed the end surfaces 
with a thin layer of plaster of paris. Cap these with the iron 
plates when the plaster is still soft. Press the plates firmly 
against the plaster and be careful to place them perpendicular 
to the axis of the specimen. 

Read the directions for operation of testing machines on 
page 5. 

Center the specimen, with its ends thus prepared, in the 
testing machine. Adjust the base-plate for parallelism of top 
bearing surface and upper plate of the machine. Use the 
slowest speed for applying the load. Keep the poise arm floating 
throughout the test. Record the load when the first crack appears 
and the maximum load. Sketch the failures. 

Beport. Give the following results for each specimen : Batch 
number, shape and dimensions, kinds and proportions of 
materials, age, total weight, weight per cubic foot, density, total 
loads at first crack and maximum, strengths at first crack and 
maximum in pounds per square inch. 

Beferencea. 1. A Treatise oa Masonry ConBtruetion, by B&ker, pages 
194-208. 2. Principles of Reinforced Concrete Construction, by Tumeaure 
and Maurer, pages 11-15. 3. Tests of Metals. 
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TEST No. 12 

TENSION TEST 0? CONCRETE 

Apparatns. Testing machine equipped for tension, with 
spherical seated tension head, flanged grips, nuts and spacing 
rods for concrete tension tests, small wrench. 

Materials. Concrete tension cylinders previously made by 
the party. 

Operatioiu. Bolt a grip on the bottom of each cylinder; then 
bolt the top grip against the three spacing rods placed in their 
proper position between the grips. Screw the nuts uniformly, 
but not too tightly. This method of attaching the grips insures 
that the applied tension is axial. 

Bead the directions for operation of testing machines on 
page 5. 

Insert the specimen in the machine. Apply the load by the 
slowest speed and keep the poise arm floating throughout the 
test. Record the maximum load ; sketch the failure. 

E^ort. Tabulate the following quantities for each specimen : 
Batch number, dimensions, kinds and proportions of materials, 
age, total load, strength in pounds per square inch. 

BefereneeB. 1. A Treatise on Maaonrj Construction, bj Baker, page 
202, 2. Principles of Beinforeed Concrete Conatmction, by Tumeanre 
and Manrer, pages lS-17. 
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TEST No. 13 

TEST OF BOHD BETWSKlf CONCRETE AND STEEL 

Apparatus. Testing machine equipped for bond test, with 
spheric&l seated tension head. 

HatcoisbL Specimens for bond teste previously made by the 
party. 

OperatitHU. Read the directions for operation of testing 
machines on page 5. 

Pass the rod of the test specimen through the opening in the 
movable head of the testing machine and screw the tension grip 
on to it. Adjust the specimen so that the concrete bearing surface 
is parallel to the lower surface of movable head. If the concrete 
surface is uneven it should be bedded with plaster of Paris and 
capped with a special perforated plate. 

Apply the load with the slowest speed and keep the poise arm 
floating throughout the test. Record the maximum load and the 
frictional resistance after the maximum is reached. 



Beport. Give the following results for each specimen : Batch 
number, dimensions, kinds and proportions of materials, age, 
kind and size of bar, bond area, maximum load, frictional resist- 
ance, maximum and frictional bond strength in pounds per square 
inch of bond area. 

Give the ratio of average bond strengths of deformed and 
plain bars. 

Befmences. 1. Principlea of Reinforced Concrete Constmction, by . 
Tumeaare and Maurer, pages 33-40. 2. Bulletin no. 8, Engineering Bi- 
periment Station, University of Illinois. 3. Bulletin ao. 321, University 
of Wisconain. 
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TEST No. 14 

REIN?OB0ED CONCRETE BEAM TEST 

Apparattu. Testing machine equipped for flexure test, with 
box channel beam, beam supports, third point loading apparatus, 
deflection measuring apparatus, scale, small square. 

Materials. Two reinforced concrete beams previously made 
by the same party, 

Operatioiui. Weigh the beam and measure its dimensions. 
Support the beam on a 60-in. span, with its middle under the 
center of the movable head. Draw vertical lines on both sides 
of the beam at the supports, center and third points. Apply the 
load at the third points ; if the top of the beam is uneven at these 
points, bed the plates of the loading apparatus in plaster of Paris. 

Bead the directions for operation of testing machines on 
page 5. 

Attach the deflection measuring apparatus and obtain its zero 
for reading for an initial load of 100 lbs. Record the deflection 
for each 100-lb. load increment up to a total load of 1000 lbs. ; for 
each 200-lb. increment thereafter. Note the deflection and load 
when the first crack appears, also the position of the crack. Keep 
the poise arm floating throughout the test. Record the maximum 
load. Make a scale sketch of the failure on cross-section paper. 

Demolish the beam and return the reinforcement bars to their 
proper place. 

Beport. For each test construct a diagram on coordinate 
paper with loads in pounds as ordinates and deflections in inches 
as abscissae. Join the plotted points with a smooth, not a sinuous 
curve. Mark as the elastic limit that point on the curve where 
the deflection ceases to be proportional to the load. Submit curve 
in pencil to the instructor for approval before inking. 

Give the following quantities for each beam : Batch number, 
kinds and proportions of materials, kind, disposition and per cent 

[80] 
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of reinforcement, age, dimeiiBions, total weight, weight in poonds 
per cubic foot, manner of loading, loads at first crack, elastic 
limit and TmnrimTiin . 

Calcnlate the following quantities for each beam: Case 1 — 
Neglect tension in concrete and assume that compression in con- 
crete varies lineally. Position of neutral surface. Fiber stresses 
in concrete and steel, bond developed between concrete and steel 
and maximum shear in concrete at the elastic limit and maximum 
load. Case 2 — Neglect tension in concrete and assume that 
compression in concrete varies parabolically. The same quantities 
as in case 1. In both cases assume the ratio of the coefficients of 
elasticity of steel and concrete as 15. 



1. PrincipleH of Beinforced Concrete Conetruction, by 
Turneaure and Maurei, pages 56-72; 108-112. 2. A Treatise on Masonry 
Conatruetion, by Baker, pages 224-236. 
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TEST No. 15 

SIEVE ANALYSIS OF CONOKETE AOOBEOATBS 

Pnipose. To obtain the granulometric composition of the 
component parts of a concrete aggregate. 

Apparatiu. Sand shaker; balance with scoop and counter- 
weights; the following sizes of sand sieves: Nos. 4, 10, 20, 30, 40, 
50, 80, 100 and 200 ; also perforated rock screens of the following 
diameters: i in., f in., | in., | in., | in., 3 in., 1 in., IJ in.. 1^ in., 
2 in., and 2^ in. ; measuring box. 

HaterialB. Group 1. A fine sand, a coarse sand, several 
assortments of crusher run of broken stone ranging in size from 
i in. to If in. Group 2. A fine sand, a coarse sand, several assort- 
ments of screened river gravel ranging in size from ^ in. to 1^ in. 

Operations. 

Sieve Analysis of Sand 

Make a sieve analysis of each of the sands of group 1 or 2, 
as directed, in the following manner. 

From a representative portion of bin material select, by a 
quartering process, a sample of approximately 1500 gm. Dry 
this thoroughly in the oven ; then determine its weight in pounds 
per cubic foot. 

Arrange the sand sieves in order with the largest size on top 
and the pan at the bottom. Place the nest of sieves in the shaker. 

Place 1000 gm. of the dried sample in the top sieve, cover the 
sieve, clamp the nest in the shaker and shake for 1000 complete 
oscillations at a uniform rate of 333 per minute. Weigh the 
residue on each sieve and in the pan. 

Sieve Analysis of Gravel or Crushed Bock 
Make a sieve analysis of each of the gravels or broken stones 
of group 1 or 2, as directed, in the following manner : 

From a representative portion of bin material, select, by a 
quartering process, a sample of about 3500 gm. Dry this 
thoroughly in the oven ; then determine its weight in pounds 
per cubic foot. 

[321 
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Weigh out accurately a portion as close to 3000 gm. as prac- 
ticable. Shake this by hand auccessively through all the rock 
screens, starting with the largest »ze. Shake on each sieve until 
complete rejection occurs. Weigh the amount which passes each 
screen, and, as a check, the amount rejected. 

Beport. The separation size of a sieve is the distance in the 
clear between its meshes. The effective separation size of & sieve 
is defined as that separation size which is computed to be 
numerically equal to the diameter of a sphere whose volume is 
equal to the average of the volumes of angular sand or rock 
particles which just pass the sieve. The effective size of a sieve, 
therefore, must be determined experimentally and it varies 
slightly according to the general form of the sand or rock par- 
ticles analyzed. 

The following table gives the effective separation sizes of the 
above sieves. 



Eflee(iT« Ssparati 



Ho^'s! 



S(sr« 


in. 


0.213 
0.34 



21 1.98 

Describe each material and give its weight in pounds per 
cubic foot. Submit the results of each sieve analysis in tabular 
form, giving actual separation size of sieve or screen, its effective 
size, weight pacing, percentage passing. Indicate checks in 
weighing. 
R^orences. 

1. Concrete, Plain and Beinfoiced, by Taylor and Thompson (1909 

edition), pp. 193-200. 

2, The Modem Asphalt Pavement, by Biebardeon (1912 edition), 

pp. 50-72. 

133] 
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TEST No. 16 

GRAHTTLOMXTRIO PROPOSTIONINO OF OONORETE 
AGOBSaATES 

Pnipose. To determine the relative amoonts of separately 
screeoed materials of varioiiB sizes ranging from fine sand to a 
given mazimmn size of ro<A, required to produce a concrete of 
the greateBt density poesible with the given materials. 

Materials. The same as those used in Teat No. 15. 

Operatiom. Plot the sieve analysis curves of all the materials 
analyzed in Test No. 15 on a sheet of tracii^ ta-oss^eetion paper 
11x36 in. Plot "percentage passing" as ordiuates and "effec- 
tive sizes" as abscissas. Using the data at the bottom of page 203, 
Concrete, Plain and Reinforced, by Taylor and Thompson (1909 
edition), draw in pencil on the cross-section paper the ideal 
curve for a practical niT, 

Following the methods outlined in Appendix IV of Taylor 
and Thompson, determine the relative amounts of the several 
materials, so that the sieve analysis curve of their combination 
approaches, throughout its entire length, the ideal curve as nearly 
as is practicably possible. Draw in pencil the curves of several 
trial combinations. Submit for approval by instructor before 
inking the trial curve which is finally selected as the best. Com- 
pute the proportions of the several materials for a 1 : and for 
a 1 :9 concrete, where the components of the aggregate are meas- 
ured by volume separately. 

Report. Explain in detail the method of solution. Include 
all computations. Ink and label all curves in black. In the 
lower right comer of the diagram place a title giving a statement 
of the problem, the kinds, wzes and proportions by volume, of 
materials. 

S^erencM. 

1. Concrete, Plain and Beinforced, by Taylor and ThompBon (1B09 

edition), pp. 200-210. 

2. 'The LawB of Proportioning Concrete," by W. B. PnUer and 

S. E. Thompson, TransactionH of the American Society of 
Civil Eagineers, vol. 59, p. 67. 

[34] 
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TEST No. «i 

DENSITY or OONORETE 

Pnrpoie. To determiDe the density of concrete to be used for 
compression specimens. 

HaterislB. | cabic foot dry crushed rock, i cubic foot of dry 
sand, i cubic foot of cement. 

Apparatoi. 8 x 16-in. cylindrical measuring mould with 
piston, one set of measuring boxes of capacities ^ cubic foot, 
^ cubic foot, and i cubic foot, one mixing pan, one shove!, one 
trowel, one tamping rod, one water pail. 

Operatiom. Before mixing any concrete, weigh dry, the 
mixing pan, the shovel, the trowel and the tamping rod. Use 
no other tools than these for mixing. "Weigh out ^ cubic foot 
of dry crushed rock, ^ cubic foot of dry sand, and i cubic foot 
of cement. Jar the materials in the measuring boxes and scrape 
off the top level with the top of the box before weighing. 

Spread the broken stone in an even layer in the mixing pan ; 
place the sand next and the cement on top. Thoroughly mix the 
cement, sand and rock dry. Add water gradually and mix until 
the mass is uniformly incorporated and of a quaking coasist- 
ency. Weigh the amount of water used. The mixture should 
not be too wet. Take great care not to lose any of the ingred- 
ients either during mixing or while filling into the measuring 
cylinder. 

Measure accurately the mean diameter and height of the 
measuring cylinder. Weigh it including the piston. Place the 
bottom of the cylinder on a truly level surface and fill it with 
concrete in about 2-inch layers, tamping each layer before adding 
the next. Occasionally while filling the cylinder atir the concrete 
remaining in the mixing pan to keep it uniformly incorporated. 
Fill the cylinder to about one inch of the top. See that the top 
[35] 
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surface of the conerete is truly level. The tamping should not 
be 80 TigorouB as to force an excess of water to the surface. 
Insert the ■piston and allow it to rest without added pressure 
on the ^Ktncrete. Measure from top of cylinder to top of piston 
at the 120 degree points of the eroas-section of the cylinder. 
To obtain the depth of the concrete add the circumferential thick- 
ness of the piston to the mean of these three measurements, 
^eigh the cylinder with concrete and piston. Calculate the 
Tolinne of the concrete. 

Weigh the mixing box with remaining concrete, together with 
uncleaned shovel, trowel and tamping rod. Check the difference 
in weight between the measuring cylinder empty and filled with 
concrete with the difference in wei^ts of materials used and 
remaining. 

Calculate the density of the concrete, assuming that the ratio 
of ingredients in the concrete remaining is the same as the ratio 
of their original weights. For the specific gravities of the sand 
and crushed rock use the values posted on the bulletin board. 
Consult reference No. 1 under Test No. 6 for the method of 
making the computation of density. 

All other conditions being the same, the density of concrete 
having a given percentage of cement indicates how effectively 
the voids in a set concrete have been reduced by granulometric 
proportioning of the a^regate. The denser a conerete, the 
stronger it is. For given materials, density determinations are 
useful to give an immediate clue as to the best concrete the 
materials can produce without waiting for such concrete to age 
for compression tests, but compression tests alone can determine 
what the actual strength of such a concrete is. For given 
materials small variations in density produce large variations 
in strength. An increase of 1 per cent in the density constant 
may produce an increase of 20 per cent in the compressive 
strength of a Ic : 2s ; 4r concrete in the form of cubes at the age 
of three months. It therefore follows that great care must be 
exercised in making density determinations, particularly in 
regard to weights of ingredients, in r^ard to moisture (all 
[38] 
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ingredients maat be dry before mizing) and in regard to account- 
ing for all ingredients originally weighed. The density should 
be obtained to the nearest tenth of a per cent. 

Describe all the ingredient materials. Beport all quantities 
and calculations in tabular form. 

Befenncei. 

1. A Treatise on HaHonr; ConBtmetion, bj Baker, pp. 137-139 

(1909 edition}. 

2. The Laws of Proportioning Gonerete; TraoaactionB Ameriean 

Societj of Civil Engineers, vol. 59, p. 67 on. 
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TEST No. 3 

SPEOinO GRAVITT Or SAND AMD 0SU8HED JMCK 
VOIDS IN OONOKETE AOOBEOATES 

Purposes. To detemune tbe specific gravity of sand, of 
cnifihed rock. To determine the peroentage of Toida in sand, in 
crushed rock and in a mixture of sand and emdied rook. 

Apparatus. One 1000 ec. glass graduate, one 500 ce. glass 
graduate, one balance with scoop and counterweight, table and 
overhanging arm, one set of metric weights, one wooden measur- 
ing box of ^ cubic foot capacity, one water pail, one galvanized 
iron measuring cylinder with bottom inlet, weighing scales 
sensitive to one-quarter of an ounce, scale graduated to tenths 
of an inch, some thread, battery jar, a large square pan. 

Materials. Two cubic feet of crushed concrete rock, one cubic 
foot of concrete sand, both thoroughly dry. 

Operations. Make the following determinations: 

1. Specific gravity of sand. 

2. Specific gravity of crushed rock. 

3. Percentage of voids in sand by two methods. 

4. Percentage of voids in crushed rock by two methods. 

5. Percentage of voids in a mixture of sand and crushed 

rock by two methods. 

1. Spedflc Oravity of Sand. 

"Weigh in grams the lOOOce. graduate first empty, then about 
half filled with water. Cheek increase in weight with volume of 
water. Weigh about 500 grams of dry sand. Note exact weight. 
Pour the weighed sand into the graduate; agitate to remove air 
bubbles. Quickly note exact rise in water level before the sand, 
if other than siliceous, can absorb any appreciable amount of 
water. 

The specific gravity of the sand equals its weight in air 
divided by the weight of displaced water. 
[38] 
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2. Specific Gravity of Cnuhed Book. 

Make trial weighings first in air, then in water, of a dry rock 
particle which is approximately cubical and weighs in air between 
29 and 31 gm. This is to determine approximately the loss in 
weight on immersion. The determination is approximate becatise 
of absorption by the stone during weighing. 

CarefuUy weigh in air another dry rock particle of similar 
size and shape and from the previous weighings calculate the 
approximate weight of the second particle when immersed in 
water. Set the scale at this calculated weight. With the threeid 
suspend the rock from the scale pan so as to completely immerse 
it and quickly determine its exact weight when immersed. 

The apparent specific gravity of the rock is given by the 

W 
expression r^ =-, where W equals the weight in grams of 

the dry rock particle in air and W, equals its weight in grama 
just after immersion. 

3. Percentage of Voids in Sand by Two Methods. 

Method 1. By Direct Measurement with Water. — Weigh in 
grams the 1000 cc. graduate first empty, then about half filled 
with water. Note the height of water surface. Check increase 
in weight with volume of water. Measure out 500 cc. of dry sand 
in the smaller graduate. Jar graduate gently to settle sand. 
Pour sand into large graduate. Agitate to remove air bubbles. 
Quickly note new height of water surface. 

The difference between 500 cc. and the displaced volume of 
water in the graduate equals the voids in cubic centimeters in 
500 cc. of sand. Calculate the percentage of voids. Note the 
volume of the settled sand in the large graduate. Account for 
the change in volume. 

Method 2. Indirectly by Measurement of the Solid Contents 
of the Sand. — Weigh in grams the 1000 cc. graduate first empty, 
then filled with dry sand. Jar very gently to settle the sand. 
The volume of solid sand particles in the graduate equals the 
increase in weight divided by the specific gravity of the sand. 
The volume of voids in cubic centimeters in 1000 cc. of sand 
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equals 1000 cc. minus the volume of solid sand particles. Calcu- 
late the percentage of voids in the sand. Compare with the 
result of Method 1. Give reasons for diflference. 

4. Percentage of Voids in Crashed £ock hy Two MeAods. 

Method 1. An Approximate Field Method. — Determine the 
volume of the water pail by weighing it first empty, then com- 
pletely filled with water. Its volume in cubic feet equals the 
difference in weight in pounds divided by 62.24. 

Soak in water for thirty minutes enough crushed rock to fill 
the pail. Then remove the rock from the water and set it aside 
in the large square pan to drain. When its surfaces have become 
free of surplus water place it in the pail, shake it to cause settle- 
ment and level it even with the top of the pail. Weigh the 
amount of water which can be added to fill the pail completely. 
Calculate its volume by dividing this weight in pounds by 62.24. 
This equals the volume of voids in a volume of crushed rock 
equal to that of the water pail. Calculate the percentage of 
voids in the crushed rock. 

Method 3. By Direct Measurement with Water.— In this 
method the water is mtroduced into the container from below so 
as to reduce the inclusion of air to a minimum. 

Determine the volume of the galvanized iron cylinder by 
measuring its mean diameter and height. Place the funnel 
attached to the rubber tub« which leads to the bottom of the 
cylinder in the lower rack which is level with the bottom of 
the cylinder. FiU the tube and funnel with water to the level 
of the bottom of the cylinder. Then weigh the cylinder to the 
nearest quarter of an ounce. 

Pill the cylinder with dry crushed rock. Shake to cause 
settlement. Level the rock even with the rim of the cylinder. 
Weigh the cylinder filled with rock. Place the funnel in the 
upper rack. Pour water into the cylinder through the funnel, 
measuring with a graduate the amount required to fill it com- 
pletely. Note the length of time required. Weigh the cylinder 
when it is completely filled with water. Check increase in weight 
with measured volume of water added. 
[40] 
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Since the rock absorbs water, a correction most be made for 
the percentage of absorption of the rock for the time required 
to fill the cylinder. Determine the percentage of absorption of 
the rock as follows : 

Percentage of Absorption of Bock 
Determine exact weights in air and on immersion of a dried 
rock particle which is approximately cubical in shape and weighs 
in air between 29 and 31 gm. To do this, follow in detail the 
directions given in the first two paragraphs in subdivision 2 
above, entitled, " Specific Gravity of Crushed Rock." After deter- 
mining the exact weight on immersion allow the particle to 
remain immersed for the time required to fill the cylinder when 
making the determination of voids and then again weigh the 
particle while it is still immersed. 

The water absorbed in pounds per cubic foot of solid rook is 

-^ W 

given by the expression, -„^ _ -_ X 62.24, where W equals 

the weight in grams of the dried sample in air; W„ the weight 
in grams of the sample in water just after immersion and W„ 
the final weight in grams of the sample while it is still immersed. 
The weight of distilled water in pounds per cubic foot at tem- 
perature of 77° Fahr. is 62.24 lbs. The percentage of absorption 

by weight is given by the expression — ^-^ — - X 100. 

Calculate the percentage of voids in the crushed rock, making 
the correction for absorption. 

5. Percentage of Voids in a Mixture of Band and Crushed Rock 
by Two Methods. 

Method 1. By Direct Measurement with Water. — In the 
wooden measuring box measure off and weigh \ cubic foot of 
dry crushed rock which has been slightly shaken to cause settle- 
ment. Place the rock in the pan. Measure off similarly an 
amount of dry sand equal in volume to ^ cubic foot multiplied 
by the percentage of voids in the crushed rock as determined 
by Method 2 of subdivision 4 above, entitled, "Percentage of 
Voids in Crushed Rock by Two Methods." 
[41] 
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Weigh this amoant of sand. Add the sand to the crashed 
rock in the pan and mix these thoroughly. Detenoine the per- 
centage of voids in the mixture by Method 2 of subdivision 4 
above, entitled, "Percentage of Voids in Crushed Rock by Two 
Methods." 

To do this, weigh the amount of thoroughly settled mixture 
required to fill the cylinder. Measure by vohime and check by 
weight the amount of water required to fill the cylinder. Calcu- 
late the percentage of voids in the mixture, making the correc- 
tion for absorption. In computing this correction for absorption, 
assume that the ratio of sand to rock by weight in the cylinder is 
the same as the ratio of their weights before mixing. The correc- 
tion for absorption need not be made for sand when it is siliceous. 

Assuming the percentage of voids in the sand as ^ven by the 
average of the two methods in subdivision 3 above, entitled, "Per- 
centage of Voids in Sand- by Two Methods," compnte the per- 
centage of voids in the above mixture of sand and crushed rock, 
assuming that the sand completely fills the voids in the crushed 
rock as they existed before addition of the sand. Compare this 
computed quantity with the measured percentage of voids. 
Draw conclusions. 

Method 2. Indirectly by MeasuremeTit of the Solid Contents 
of the Mixture. — Make a mixture of dry crushed roek and dry 
sand of the same proportions and amounts as for Method 1 above. 
Weigh the amount of this mixture required to fill the ^ cubic 
foot measuring box. Before levelling top surface of mixture 
even with the rim of the box, jar slightly to cause settlement. 
Assume the ratio of sand to crushed rock by weight in the box 
to be the same as the ratio of their weights before mixing. 

The volume in cubic centimeters of either solid sand or solid 
rock particles in the box equals its weight in grains divided by 
its specific gravity. This volume in cubic feet equals the weight 
in pounds divided by the quantity, (specific gravity multiplied 
by 62.24). Compute separately the volames of solid sand and 
of solid rock particles in the box. Compute the percentage of 
voids in the mixture. 

Compare Methods 1 and 2 of subdivision 5. 
[42] 
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Tabulate the results of all determinatioiis. 

When (mly two materials are available for concrete, a sand 
and a coarse ag^egate, gravel or crushed rock, void determina- 
tions are useful to give a first approximate proportion for a 
mixture of the sand and rock which will produce a concrete 
with minimum voids. The exact proportions of sand and rock 
are then determined as follows : Using the above proportion as a 
basis, various concrete mixtures are made in which these pro- 
portions are varied slightly either way, the perceotage of cement 
by we^ht in terms of the total dry aggregate in each case being 
the same and the amount of mixing water used in each case being 
such as to produce the same consistency in all cases. The densi^ 
of each of these concrete mixes is then determined. That mixture 
is selected as best whose density is greatest. 

When there is a variety of available sands of different sizes 
and a variety of available coarse aggregates of different sizes 
the most direct method of proportioning so as to produce the 
densest concrete is outlined in Test No. 16. 
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AN INITIAL FINE OF 25 CENTS 

WILL BE ABBEBBEO FOR FAILURE TO R 

WIU. INCREASE TO BO CENTS ON THE FOURTH 
DAY AND TO ai.OO ON THE SEVENTH DAY 
OVERDUE. 
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